
 

 
Equipment Amendment Review Synopsis – Modification of the Dräger DrugTest® 5000 STK-CA and 

associated Dräger DrugTest® 5000 firmware (version 02.04.03) - November 2024 
 
The Drugs and Driving Committee (DDC) has reviewed the proposed modification of the Dräger DrugTest® 
5000 STK-CA and the associated firmware version 02.04.03 for the Dräger DrugTest® 5000 reader.  Below 
is a summary of the modifications:  

 The outer plastic housing of the Dräger DrugTest® 5000 STK-CA cassette has been re-designed to 
allow easier removal after analysis. 

 A firmware update to version 02.04.03 is necessary to allow the barcode to be read on a new 
version of the Dräger DrugTest® 5000 STK-CA cassette.  The firmware will not change the ability of 
the Dräger DrugTest® 5000 reader to read the current version of the Dräger DrugTest® 5000 STK-
CA cassette. 

 
The Drugs and Driving Committee has determined that the update to the Dräger DrugTest® 5000 STK-CA 
cassette and the associated firmware version 02.04.03 is suitable for use in the Dräger DrugTest® 5000 
reader.  Thus, a Dräger DrugTest® 5000 and a Dräger DrugTest® 5000 STK-CA, when used together, would 
continue to be approved for the purposes of section 320.11 of the Criminal Code as equipment that is 
designed to ascertain the presence of a drug in a person’s body. 
 
The Drugs and Driving Committee (DDC) has additionally determined: 

 The update to firmware version 02.04.03 represents a minor equipment modification which does 
not alter other functionality of this equipment. 

 That firmware version 02.04.03 does not alter the status of Dräger DrugTest® 5000 as approved 
drug screening equipment when used together with the Dräger DrugTest® 5000 STK-CA. 

 That firmware version 02.04.03 does not invalidate the current and older firmware versions, 
02.03.02 and 02.03.01 respectively. 

 
As the new version of the Dräger DrugTest® 5000 STK-CA cassette cannot be used with the current 
firmware version 02.03.02, the DDC recommends that all new Dräger DrugTest® 5000 readers be issued 
with firmware version 02.04.03, and that existing readers be updated to firmware version 02.04.03 in 
advance of purchasing the updated Drager Drug Test STK-CA cassettes.   
 
Please note that the firmware version of an individual Dräger DrugTest® 5000 reader is displayed on the 
unit screen when the reader is turned on, and is also printed with the results of each subject test. 


